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 Relative mode (Model MP530 only) 

 Relative zero allows any reading to be stored as a reference value and all following 
reading to be reference to that value. Practically all displaying readings can be set as 
relative reference value including MAX/MIN feature readings. Press the  button 
momentarily to activate and to exit relative zero mode. 
 

 
Manual or Auto-ranging 
 Press the RANGE button momentarily to select manual-ranging, and the meter will 
remain in the selected range and the LCD annunciator  will turn off.  Press the 
button momentarily again to step through the ranges.  Press and hold the button for 
greater than 1 second to resume auto-ranging. 
Note: Manual ranging feature is not available in Hz function. 
 

 
 
Beep-Jack™ Input Warning 
The meter beeps as well as displays “InEr” to warn the user against possible damage 
to the meter due to improper connections to the μA, mA, or A input jacks when other 
function (such as  the voltage function) is selected. 
 
Set Beeper Off 
 Press the Hz button while turning the meter on to disable the Beeper feature. 
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Auto Power Off (APO) 
 The Auto Power Off (APO) mode turns the meter off automatically to extend battery life 
after approximately 17 minutes of no activity. Activities are specified as: 1) Rotary 
switch or push button operations, and 2) Significant measuring readings of above 10% 
of range or non-OL Ω readings. That is, the meter will intelligently avoid entering the 
APO mode when it is under normal measurements. To wake up the meter from APO, 
press the SELECT button momentarily or turn the rotary switch to the OFF position and 
then turn back on again. Always turn the rotary switch to the OFF position when the 
meter is not in use 
 
Disabling Auto Power Off 
 Press the RANGE button while turning the meter on to disable the Auto Power Off 
(APO) feature. 
 
5) MAINTENANCE 
WARNING 
To avoid electrical shock, disconnect the meter from any circuit, remove the test leads 
from the input jacks and turn OFF the meter before opening the case. Do not operate 
with open case. Install only the same type of fuse or equivalent 
 
Turn-On diagnostics 
If self-diagnostic message “rE-O” is displayed while powering on the meter, do not 
switch off the meter off. The meter will quickly complete the task and return to normal 
operation. However, if self-diagnostic message “C_Er” is displayed while powering on, 
some meter ranges may be significantly out of specification. To avoid measurement 
errors, stop using the meter and send it in for re-calibration. Refer to the WARRANTY 
section for obtaining warranty or repair service. 
 
Cleaning and Storage 
Periodically wipe the case with a damp cloth and mild detergent; do not use abrasives 
or solvents. If the meter is not to be used for periods longer than 60 days, remove the 
battery and store it separately  
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Trouble Shooting 
If the instrument fails to operate, check battery, fuses, leads, etc., and replace as 
necessary. Double check operating procedure as described in this user’s manual 
If the instrument voltage-resistance input terminal is subjected to accidental high 
voltage transient the series fusible resistors will blow (become high impedance), like 
standard fuses, to protect the user and the instrument. Most measuring functions 
through this terminal will then be an open circuit. The series fusible resistors and the 
spark gaps should only be replaced by qualified technician. Refer to the WARRANTY 
section for obtaining warranty or repairing service. 
 
Battery and Fuse replacement 
Battery use:  

Single 9V battery NEDA1604, JIS006P or IEC6F22;  
or 9V alkaline battery NEDA1604A, JIS6AM6 or IEC6LF22 

Fuses: 
Fuse (FS1) for μAmA current input: 0.44A/1000V, IR 10kA or better, F fuse 
Fuse (FS2) for A current input: 11A/1000V, IR 20kA or better, F fuse 

Battery replacement for models with battery access door: 
Loosen the 2 screws from the battery access door of the case bottom. Lift the battery 
access door and thus the battery compartment up. Replace the battery. Re-fasten the 
screws. 

 
 Fuse replacement (and also Battery 
replacement for splash proof version 
without battery access door): 
Loosen the 4 screws from the case 
bottom. Lift the end of the case bottom 
nearest the input jacks until it unsnaps 
from the case top. Replace the blown 
fuse(s) and/or the battery. Replace the 
case bottom, and ensure that all the 
gaskets are properly seated and the two 
snaps on the case top (near the LCD 
side) are engaged. Re-fasten the screws. 
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 (6) SPECIFICATIONS 
DC VOLTAGE 

RANGE Accuracy 
50.00 mV 0.12% + 2d 
500.0 mV 0.06% + 2d 
5.000V, 50.00V, 500.0V, 1000V 0.08% + 2d 

NMRR: >60dB @ 50/60Hz, CMRR: >120dB @ DC, 50/60Hz, Rs=1kΩ 
Input impedance: 10MΩ, 16pF nominal (44pF nominal for 50mV & 500mV ranges) 
AC VOLTAGE 

*Specified from 30% to 100% of range 
CMRR: >60dB @ DC to 60Hz, Rs=1kΩ 
Input Impedance: 10MΩ, 16pF nominal (44pF nominal for 50mV & 500mV ranges) 
DC CURRENT 

RANGE Accuracy  Burden Voltage 
500.0μA, 5000μA 

0.2% + 4d 
0.15mV/μA 

50.00mA, 500.0mA 3.3mV/mA 
5.000A, 10.00A* 45mV/A 

*10A continuous, 20A for 30 seconds max with a 5 minute cool down interval 

RANGE Accuracy 
50Hz/60Hz 
50.00mV, 500.0mV, 5.000V, 50.00V, 500.0V, 1000V 0.5% + 3d 
40Hz to 500Hz 
50.00mV, 500.0mV 0.8% + 3d 
5.000V, 50.00V, 500.0V 1.0% + 4d 
1000V  1.2% + 4d 
Up to 20kHz 
50.00mV, 500.0mV 0.5dB* 
5.000V, 50.00V, 500.0V 3dB* 
1000V  Unspecified 
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AC CURRENT 

RANGE Accuracy Burden Voltage 
50 / 60Hz 
500.0μA, 5000μA 0.6%+3d 0.15mV/μA 
50.00mA, 500.0mA 0.6%+3d 3.3mV/mA 
5.000A, 10.00A* 0.6%+3d 45mV/A 
40Hz to 1kHz 
500.0μA, 5000μA 0.8%+4d 0.15mV/μA 
50.00mA 0.8%+4d 3.3mV/mA 
500.0mA 1.0%+4d 3.3mV/mA 
5.000A, 10.00A* 0.8%+4d 45mV/A 
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TEMPERATURE (MP530 ONLY) 

RANGE Accuracy 
-50°C TO 1000°C 0.3% + 3d 
-58°F TO  1832°F 0.3% + 6d 

 
FREQUENCY  

Function Sensitivity  
(ACrms) 

Range 

mV 300mV 10Hz - 125kHz 
5V 2V 10Hz - 125kHz 
50V 20V 10Hz - 20kHz 
500V 80V 10Hz - 1kHz 
1000V 300V 10Hz - 1kHz 
Ω, Cx, diode 300mV 10Hz - 125kHz 
μA, mA, A 10% F.S. 10Hz - 125kHz 

Peak mode for V & A functions 
Accuracy: Specified accuracy ±150 digits for changes > 0.8 ms in 
duration 

Audible Continuity:  
Measurement threshold: Beeper will sound if measurement is below 20�.  
Beeper will not sound if measurement is above 200�. Beeper may or 
may not sound if measurement is between 20 and 200�.  Response 
time: < 100μs 

Diode Test: Typical test current; 0.4mA, open circuit voltage; <3.5VDC 
Accuracy Notes: Accuracy is ± (% reading digits + number of digits), or as 

otherwise specified, at 23°C ±5°C < 75% R.H. True RMS accuracies are 
specified from 5% to 100% of range or as otherwise specified. Maximum 
Crest Factor <3:1 at full scale & <6:1 at half scale (with frequency 
component within the specified frequency bandwidth for non-sinusoidal 
waveforms). 

Digital Display:  5000-count LCD display; 5 per second nominal 
refresh rate 

Bar Graph Display: 52-segment bargraph; 60 per second nominal 
refresh rate 

Low Battery:  Below approx. 7V 

Operating Temperature: 32° to 113°F  (0° to 45°C) 
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Storage Temperature:  -4° to 140°F  (-20 to 60oC) 

Relative Humidity:  Max 80% up to 87ºF (31ºC) decreasing linearly to 
50% at 113ºF(45ºC): <80% storage 

Altitude:  Operating below 2000 meters 

Temp. Coefficient: Nominal 0.15 x specified accuracy per ºC 
(between 0 and 18oC or 28 to 50oC), or as 
otherwise specified 

Power Supply: 9V battery (NEDA1604, JIS006P or IEC6F22) 

AC Sensing: True RMS MP530 

Auto Power Off: After 17 minutes of inactivity with no input signal 

Safety:  Double insulation per IEC61010-1 2nd Ed., EN61010-1 2nd 
Ed., UL61010-1 2nd Ed. & CAN/CSA C22.2 No. 61010.1-
0.92 to Category III 1000V AC & DC and Category IV 600V 
AC & DC 

Terminals (to COM) ratings: 
V / A / MAμA: CATEGORY III 1000 VOLTS AC & DC, AND 

CATEGORY IV 600 VOLTS AC & DC. 
E.M.C.: E.M.C.: Meets EN61326-1:2006 (EN55022, EN61000-3-2, 

EN61000-3-3, EN61000-4-2, EN61000-4-3, EN61000-4-4, , 
EN61000-4-5, EN61000-4-6, EN61000-4-8, EN61000-4-11) 

Overload Protection:  
µA/mA Range: 0.63/500V, IR 200kA, Fast fuse. 
A Range: 12.5A/500V IR 20kA, Fast fuse. 
V Range: 1050V rms, 1450V peak 
mV, Ω and other: 600VDC/VAC rms 

Power Consumption: 2.7 mA typical 
Dimension: 7.32 x 3.43 x 1.4" with holster (186mm x 87mm x 35.5mm) 
Weight:  15.17 oz. with holster (430g) 
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Support line (781) 890-7440 

Technical Support: Extension 200; E-mail: support@extech.com 
Repair & Returns: Extension 210; E-mail: repair@extech.com 
Product specifications subject to change without notice 

For the latest version of this User Guide, Software updates, and other 
up-to-the-minute product information, visit our website: www.extech.com

Extech Instruments Corporation, 285 Bear Hill Road, Waltham, MA 
02451

WARRANTY 
EXTECH INSTRUMENTS CORPORATION (A FLIR COMPANY) warrants this 
instrument to be free of defects in parts and workmanship for three years 
from date of shipment (a six month limited warranty applies to sensors and 
cables). If it should become necessary to return the instrument for service 
during or beyond the warranty period, contact the Customer Service 
Department at (781) 890-7440 ext. 210 for authorization or visit our 
website www.extech.com for contact information. A Return Authorization 
(RA) number must be issued before any product is returned to Extech. The 
sender is responsible for shipping charges, freight, insurance and proper 
packaging to prevent damage in transit. This warranty does not apply to 
defects resulting from action of the user such as misuse, improper wiring, 
operation outside of specification, improper maintenance or repair, or 
unauthorized modification. Extech specifically disclaims any implied 
warranties or merchantability or fitness for a specific purpose and will not 
be liable for any direct, indirect, incidental or consequential damages. 
Extech's total liability is limited to repair or replacement of the product. The 
warranty set forth above is inclusive and no other warranty, whether 
written or oral, is expressed or implied. 

 
Calibration and Repair Services 

Extech offers repair and calibration services for the products we sell. 
Extech also provides NIST certification for most products. Call the 
Customer Care Department for information on calibration services 
available for this product. Extech recommends that annual calibrations be 
performed to verify meter performance and accuracy. 
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